This presentation should not be considered a final statement of NIOSH policy or of any agency or individual who

was involved. This information is intended for use in advancing knowledge needed to protect workers. Comments
regarding this presentation may be submitted to the NIOSH Docket Office.

CBRN Escape Respirator

Breathing Gas Control

Concept Requirement:

* CO2— Maximum Average Inhaled

— Concentration of 2.5% Max
— 42 CPR, Part 84, paragraphs 84.101 & 84.97

e O2 - Minimum Inhaled

— Concentration of 19.5%
— 42 CPR, Part 84, paragraph 84.79

VWorkplace
/ Safety and Health
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http://www.cdc.gov/niosh/npptl/niodocket.html

CBRN Escape Respirator

 Human Subject Testing
— Greater Than 80 kg, 2 subjects
— Less Than 60 kg, 2 subjects

 Work Rate:
— Standing, 2.5 and 3.5 mph: Treadmill

» Test for Duration of Each Respirator



